Unusual tear in Inoue balloon during percutaneous balloon mitral valvuloplasty in a patient with calcific mitral stenosis.
An unusual tear in an Inoue balloon during dilatation of calcific mitral stenosis is presented and its mechanisms discussed. An abnormal sequence of inflation indicates a possible tear.